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ABSTRACT This paper presents a study of a planar antenna-array inspired by the metamaterial concept
where the resonant elements have sub-wavelength dimensions for application in microwave medical imag-
ing systems for detecting tumors in biological tissues. The proposed antenna consists of square-shaped
concentric-rings which are connected to a central patch through a common feedline. The array structure
comprises several antennas that are arranged to surround the sample breast model. One antenna at a time
in the array is used in transmission-mode while others are in receive-mode. The antenna array operates
over 2-12 GHz amply covering the frequency range of existing microwave imaging systems. Measured
results show that compared to a standard patch antenna array the proposed array with identical dimensions
exhibits an average radiation gain and efficiency improvement of 4.8 dBi and 18%, respectively. The average
reflection-coefficient of the array over its operating range is better than S11 ≤ −20 dB making it highly
receptive to weak signals and minimizing the distortion encountered with the transmission of short duration
pulse-trains. Moreover, the proposed antenna-array exhibits high-isolation on average of 30dB between
radiators. This means that antennas in the array (i) can be closely spaced to accommodate more radiators to
achieve higher-resolution imaging scans, and (ii) the imagining scans can be done over a wider frequency
range to ascertain better contrast in electrical parameters betweenmalignant tumor-tissue and the surrounding
normal breast-tissue to facilitate the detection of breast-tumor. It is found that short wavelength gives better
resolution. In this experimental study a standard biomedical breast model that mimics a real-human breast
in terms of dielectric and optical properties was used to demonstrate the viability of the proposed antenna
over a standard patch antenna in the detection and the localization of tumor. These results are encouraging
for clinical trials and further refinement of the antenna-array.
INDEX TERMS Array antenna, microstrip technology, metamaterial, microwave breast imaging systems,
biosensor, tumor detection, cancer, medical imaging.
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I. INTRODUCTION
Medical imaging is an effective technique in diagnosing and
treating a variety of diseases by providing a visual represen-
tation of inner organs of the human body [1], [2]. Surgical
intervention can be avoided by using such diagnostic imaging
systems. Also, such imaging modalities have become vital in
monitoring the effectiveness of treatment for diagnosed tumor
[3] and to promote public health for all population groups and
at all levels of health care [4], [5]. Various medical imaging
technologies have been developed over the past few decades
including ultrasound, computed tomography (CT), magnetic
resonance imaging (MRI) and nuclear medicine imaging.
However, despite of their great advantage in terms of image
resolution and accuracy, medical imaging technologies other
than ultrasound are highly expensive pieces of equipment
which are rarely available at rural and remote health centers.
According to the World Health Organization (WHO), more
than half of the world’s population does not have access to
diagnostic imaging [6]. Consequently, there is a high demand
on a low-cost, reliable, and safe imaging system for detecting
and monitoring cancer.
Existing imaging systems based on ionization radiation
have a limited permissible exposure dosage and cannot be
used frequently on pregnant women and children. In recent
years, much effort has been devoted to find a reliable cancer
diagnostic tool using non-ionization radiation. Techniques
based on electromagnetic (EM) energy in the microwave
region have been investigated for image reconstruction [7],
[8]. Compared to existing imaging systems, microwave imag-
ing can be safely repeated more frequently because it is free
from ionizing radiation [9]–[11]. In fact, investigations show
that microwaves allow dielectric properties of healthy and
malignant tissues to be contrasted which enables medical
images to be created relatively easily due to the interaction
of EM waves with matter [12]. This is because interaction of
EM waves and matter is a function of dielectric properties
which can be directly related to various types of biological
constituents due to their varying degree of water content:
bone, fat, muscle, etc. [13].
It can be concluded from previous studies that an excel-
lent compromise can be reached between image resolution
and signal penetration into biological tissues with the use
of either a single high directivity ultra-wideband (UWB)
antenna or an antenna array [14]. In the frequency range
between 1 GHz to 10 GHz [15], the EM waves pen-
etrate biological tissue very effectively and with accept-
able attenuation [8], however, at higher frequencies greater
than 10 GHz the EM waves are scattered on the skin
surface [16].
Detection of cancer can be achieved by electrically char-
acterizing the biological tissue under investigation. This is
usually done using highly directive microwave antennas in
the microwave imaging system. The antennas are used to
The associate editor coordinating the review of this manuscript and
approving it for publication was Venkata Rajesh Pamula .
detect the changes in the permittivity of the biological tis-
sue. Permittivity is normally high at lower frequencies due
to an insulating effect of cell membranes and reduces at
higher frequencies due to scattering effects [13]. Antennas
pose one of the key challenges in imaging systems as the
physical size of antenna is a function of wavelength at the
operating frequency. A reduction in antenna size is essential
to enable a greater number of antennas to be incorporated
inside the imaging system so that more information can be
gathered from the scattered signals for high resolution image
reconstruction. In addition, the antenna needs to have a wide
impedance bandwidth to obtain high-resolution images and
minimize the distortion encountered with the transmission of
short duration pulse trains [17]. Several antennas have already
been proposed for cancer detection including monopole
antennas [18], fractal antennas [19], antipodal Vivaldi anten-
nas [20], slot antenna [21], and patch antenna [22].
In this paper, we have demonstrated that the pro-
posed metamaterial inspired antenna exhibits a very large
impedance bandwidth for S11 ≤ −20 dB without increas-
ing its physical footprint. The proposed antenna is intended
for use in a biosensor array to detect malignant tumors in
breasts. Its wide impedance bandwidth means that scans can
be done over a larger frequency spectrum to provide sig-
nificantly better contrast in the images between the tumor
tissue and the surrounding breast-tissue. The results pre-
sented show that proposed antenna offers a higher gain and
radiation efficiency performance than an equivalent stan-
dard patch antenna of identical dimensions. It is also shown
that the performance of the proposed antenna array is supe-
rior compared to other antenna arrays reported in litera-
ture in terms of gain, reflection-coefficient, and impedance
bandwidth.
The paper is organized as follows: in section II, the elec-
trical properties of biological tissue are discussed briefly.
This section is divided to two sub-sections including: i)
dielectric properties of breast tissues, and ii) modelling of
biological tissue. In section III, the proposed antenna array is
presented. Information on the imagining set-up and measure-
ments is given in section IV. Finally, the paper is concluded
in section V.
II. ELECTRICAL PROPERTIES OF BIOLOGICAL TISSUE
The contrast in dielectric properties of healthy tissues and
the malignant tissues can be exploited to detect cancer
cells by microwave imaging techniques [23]. This is due
to the variation in the water content in tissue cells which
results in marked electrical properties [24]. These find-
ings are based on numerous studies carried out on vari-
ous types of biological tissues including breast [25], liver
[26], lymph nodes [27], skin [28], bone [29], and heart
[30]. The studies reveal distinct electrical properties exhib-
ited by healthy and malignant tissues which are based
on water content [31], necrosis [32], sodium content [33],
cell membrane charging [34], and dielectric relaxation time
variation [35].
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A. DIELECTRIC PROPERTIES OF BREAST TISSUES
Electrical conductivity and relative permittivity measure-
ments in [35] reveal that the contrast in conductivity between
malignant tissue and healthy breast tissue is 6.4:1, and the
contrast in relative permittivity between malignant tissue and
healthy breast tissue is 3.8:1. In addition, the contrast in the
dielectric properties between malignant and healthy tissues
is highest for the mammary gland. These results are based
on measurement of various tissues from patients including
colon, kidney, liver, breast, muscle, and lung over the fre-
quency range of 0.5 GHz to 0.9 GHz.
Experimental measurements in the study conducted in
[36] of muscle and malignant tumors, i.e. high-water content
tissue cells, show higher dielectric properties than fat and
healthy breast tissues, i.e. low water content tissue cells.
The measurements were done over the whole microwave
spectrum. Investigated in [37] is the dielectric properties of
healthy breast tissue and cancerous tissue over the frequency
range of 0.5 GHz to 20 GHz. This study reveals that both
the dielectric constant and conductivity reduce with increase
in adipose, however the dielectric constant and conductivity
increase with increase in glandular and fibro-connective tis-
sues. The relative permittivity and conductivity of healthy
and malignant breast tissues in the frequency range up to
3 GHz reported in [38] show distinct contrast in the dielectric
properties ofmalignant tissue and healthy breast tissue, which
are 4.7:1 and 5:1, respectively.
It can be concluded from the above studies that the rela-
tive permittivity and conductivity of tissues with high water
content are approximately identical as muscle at frequencies
greater than 1 GHz. In contrast, the relative permittivity and
conductivity of malignant cancerous tissues are much higher
than muscles at frequencies less than 1 GHz [12].
B. MODELLING OF BIOLOGICAL TISSUE
Dielectric properties of materials including biological tissues
vary with frequency of the signal at which they are mea-
sured however this dependency is nonlinear [39]. In fact,
microwave signals attenuatewith increase in frequencywhich
results in a lower depth of penetration. It is therefore impor-
tant to select an appropriate microwave frequency range for
imaging of breasts. Debye and Cole-Cole models are com-
monly used to model biological tissues [25]. The Debye
model is defined by [40]:







where ε∞ represents the permittivity and its value strongly
corresponds to the water content of the tissue, εs and τ
represent the static permittivity and the relaxation time,
respectively.
The complex dielectric constant of biological tissues is
defined by the Cole-Cole model [41] which is given by:




TABLE 1. Key structural parameters of the proposed antenna and overall
size.
where the complex dielectric, static and infinite frequency
constants, the angular frequency, and the time constant are
represented by ε∗, εs, ε∞, ω, and τ , respectively. The expo-
nent parameter α (0 < α < 1) represents different spectral
shapes. When α = 0, the Cole-Cole model becomes the
Debye model. When α > 0, the relaxation time is increased.
The relationship between the dielectric parameters and














where f is the frequency and σ0.1 = 0.05, and εs = 8.5 [22].
III. METAMATERIAL INSPIRED ANTENNA ARRAY FOR
BREAST CANCER DETECTION
The proposed antenna/sensor array, shown in Fig. 1, consists
of several antennas arranged around the breast model. The
exact arrangement employed is shown in Fig. 6. The design
of the antenna constituting the array is based on a standard
square patch. The antenna is composed of several concen-
tric square rings of decreasing size etched on a dielectric
substrate and excited from a common feedline. The rings of
sub-wavelength dimensions, which is characteristic of meta-
materials, act like resonant elements when excited with EM
energy [42], [43].
The metamaterial inspired antenna array was evaluated
using Finite Integration Technique (FIT) based on 3D elec-
tromagnetic full-wave CST-Microwave Studio software tool.
Dimensions of the ring affect the antenna’s performance in
terms of impedance bandwidth, radiation patterns, gain, and
efficiency. The key parameters of the proposed antenna are:
(i) the number of the square rings; (ii) the width of the
rings (W1); (iii) the lengths defining the square rings (L1, L2,
L3,L4); and (iv) the width of the slots between the rings (W2).
The optimized values of the antenna parameters are tabulated
in Table. I.
Each antenna in the array is used transmits microwave
pulses in turn while other antennas are configured in receive
mode to measure the transmission and reflected signals from
VOLUME 8, 2020 174669
M. Alibakhshikenari et al.: Metamaterial-Inspired Antenna Array for Application in Microwave Breast Imaging Systems
FIGURE 1. Illustration of the proposed antenna array surrounding the
breast model.
abnormalities in the breast. The antennas in the receive mode
that are adjacent to the radiating element collect the signals
that are reflected off tissue surfaces whereas antennas oppo-
site to the radiating pair collect transmitted signals through
the breast tissue. The proposed configuration of sensors
enables multi-view of the scattered signal intensity and phase
distributions which allow to capture information on the local-
ized dielectric properties of the biological tissue.
The proposed antenna array was constructed on FR-4 sub-
strate with a ground-plane on the opposite face. The sub-
strate used had a thickness of 0.5 mm, dielectric constant
of 4.3, and loss-tangent of 0.025. The array is configured such
that the antennas are strategically located around the breast,
as shown in Fig. 1. Proximity of antennas in the arrangement
cause unwanted mutual coupling that can adversely affect
the antenna’s impedance bandwidth, radiation patterns, gain,
and efficiency. However, the effect of mutual coupling is
significantly dampened using the proposed antenna in the
array as will be shown below in the measured transmission
response.
In a typical microwave imaging system such as that
described in [18] abnormalities in the breast are identified
FIGURE 2. A typical microwave imaging system in which the proposed
antenna array configuration is embedded inside the breast dome.
by applying cost-sensitive ensemble classifiers. Breast scans
involve the patient placing their breast in a ceramic hemi-
spherical cup/dome, as illustrated in Fig. 2. Embedded inside
the inverted cup are microwave antennas. The antennas in the
array, shown in Fig. 1, are driven via a 50  coaxial feedline
where each antenna is connected to a multiplexer whose
output is connected to a Vector Network Analyzer to provide
themeasurements in the time domain. Themultiplexer is used
to automatically switch one antenna to transmit mode and the
others to receive mode. Each antenna in the imaging system
transmits microwave pulses in sequence while other antennas
are configured to measure the transmission and reflection
signals from abnormalities in the breast. This methodology
allows precise localization of the tumor. This is the type of
imagining modality the proposed antenna is intended for.
In such a system each scan typically lasts three minutes
and records around 110 signals. The sampling rate of the
Vector Network Analyzer we used was 15.625 MHz. The
recorded data from the measurements is then evaluated after
its been signal processed to remove noise artifacts generated
by multiple reflections from the different breast tissue layers.
Characterization of the breast images from the array at
microwave frequencies entailed using an inverse scattering
technique involving the determination of (i) the incident
fields at each antenna in the array from the breast model;
(ii) the background dyadic Green’s function; and (iii) linking
the volume integrals in the imaging algorithms to measurable
transmit and receive signals. The measured S-parameters
of the scattered fields in the frequency domain were then
transformed into the time domain using inverse Fast Fourier
Transform (IFFT) for inverse processing.
The measured S-parameters of the proposed antenna array,
the proposed antenna array with breast tissue, and a reference
antenna array are shown in Fig. 3. The reference antenna
array is constructed from equivalent standard square patch
antennas. The biomedical phantom breast tissue used in the
study had skin thickness of 2 mm and relative permittivity (ε)
of 36. The relative permittivity of the breast tissue was 10.
It is evident from these results that the proposed antenna
array provides considerably improved reflection-coefficient
over a very large frequency span from 2 GHz to 12 GHz.
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FIGURE 3. Measured and simulated S-parameter responses of the
antenna array for the reference antenna, the proposed antenna, and the
proposed antenna with breast tissue. The reference antenna is an
equivalent standard square patch antenna.
Over this frequency range the proposed array has an average
measured reflection-coefficient better than−20 dB compared
to −12 dB by the reference array (standard square patches).
The reflection-coefficient of the reference array dips sharply
at 8.35 GHz to about −26 dB however although the dip for
the proposed array is modest. The magnitude of the dip is
about −24 dB. With breast tissue the performance of the
proposed array worsens by about 2 dB, which is due to tissue
absorption, and its response dips at a slightly lower frequency
of 7.8 GHz. Compared to the reference array the proposed
array in situ with the breast tissue exhibits an excellent
impedance match over a very wide bandwidth (2-12 GHz).
This demonstrates it is highly sensitive and receptive to weak
signals over this frequency range.
Mutual coupling effects between adjacent antennas in an
array can adversely affect the arrays radiation characteristics
especially when the spacing between the antennas is less
than 0.5 wavelength as is the case here and in microwave
imagining systems for breast tissue [44], [45]. This is due to
the unwanted interactions resulting from surface waves and
near-field radiation. This is because patch antennas excite
surface waves, which are guided by the substrate and the
ground-plane [46]–[48].
The measured transmission response of the proposed
antenna array shows strong suppression of mutual coupling
between the adjacent radiating elements by greater than 26 dB
across 2 GHz to 12 GHz, and the suppression is strongest, i.e.
FIGURE 4. Measured and simulated radiation gain and efficiency
response of the antenna array for the reference antenna, the proposed
antenna, and the proposed antenna with breast tissue. The reference
antenna is an equivalent standard square patch antenna.
by 43 dB, at around 5.5 GHz. The isolation is significantly
improved because the proposed antenna is constructed from
resonators with sub-wavelength dimensions, which is charac-
teristic ofmetamaterial structures.With breast tissue insertion
in the proposed array the suppression is reduced by 1.6-3.8 dB
over the antenna’s operating range. However, in the case of a
reference array the mutual coupling suppression is limited to
about −23 dB over 2 GHz to 12 GHz.
Comparison of the measured radiation gain and efficiency
of the proposed antenna array, proposed antenna array with
breast tissue, and the reference array are shown in Fig. 4.
The average measured gain and efficiency of the proposed
antenna array are 11 dBi and 74%, respectively, across 2 GHz
to 12 GHz. With insertion of breast tissue in the proposed
array the gain and efficiency of the array worsen on average
by about 1 dBi and 4%, respectively. Over the same fre-
quency range, the average measured gain and efficiency of
the standard square patch antenna array are 6.2 dBi and 56%,
respectively. These results clearly demonstrate that compared
with a reference array the proposed antenna array offers gain
and efficiency improvement by an average of 4.8 dBi and
18%. The comparison between the reference array, proposed
array, and proposed array with breast tissue is summarized
in Table 2.
Table 3 shows a comparison between the performance
parameters of the proposed antenna and other planar antennas
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TABLE 2. Measured radiation characteristics of antenna array.
TABLE 3. Performance comparison of the proposed antenna with other
antennas reported in literature.
FIGURE 5. Photograph of the standard biomedical breast model used in
this study. Phantom size: diameter 136 mm and height 70 mm.
recently reported in literature. It is evident that the proposed
antenna has a relatively small form factor in comparison to
other antennas for microwave breast imaging systems. It is
also evident from that the proposed antenna outperforms
other antennas in terms of gain, reflection-coefficient, and
impedance bandwidth performance.
IV. IMAGING SETUP AND MEASUREMENT
The effectiveness of the proposed antenna was tested using a
standard biomedical breast model that mimics both dielectric
and optical properties of the human breast. The electromag-
netic properties of the breast tissue and the tumor are defined
as follows. The skin had a conductivity σ of 4 S/m, a relative
FIGURE 6. Prototype set-up of the experimental imaging system.
FIGURE 7. Image of the breast model with no tumor at (a) 5.5 GHz, and
(b) 12 GHz.
permittivity ε of 36 and a thickness of 2 mm. The breast tissue
was represented by using a first order Debye model with
εs = 10, ε∞ = 7, and σ = 0.15 S/m. The tumor is a smaller
sphere of diameter of 5 mm. The tumor’s electromagnetic
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FIGURE 8. Image of tumor detection using (a) reference antenna array using standard patches at 5.5 GHz, (b) the proposed antenna
array at 5.5 GHz, (c) reference antenna array at 12 GHz, and (d) the proposed antenna array at 12 GHz.
properties are given in terms of a Debye model with εs =
54, ε∞ = 4, and σ = 0.7 S/m. The tumor was located
inside the breast model near the skin tissue. Fig. 5 shows the
biomedical breast model used in this study, and Fig. 6 shows
the measurement set-up.
The antennas were embedded in the hemispherical resin
cup that accommodates the breast model. The dielectric
constant of the hemispherical resin cup is 3.6 with a loss
tangent of 0.04. Back-lobe radiation from each antenna
was suppressed with a metallic housing. Appropriate gap
between antenna and the housingwas necessary to prevent the
antenna’s radiation characteristics being affected. Moreover,
due to the close contact between the breast and the antenna,
a lossy matching fluid was unnecessary to reduce the influ-
ence of surrounding structures.
Measurements were performed using a Vector Network
Analyzer (VNA) at fixed spot frequencies, which are within
the operating range of the antenna. The noise floor of the
system was quantified before imaging the breast model. The
noise floor of the setup was around −110 dB with respect
to an input power of 10 dBm. The magnitude of the tumor
response was between −45 dB and −80 dB. The frequency-
domain data acquired from the VNA was pre-processed
prior to imaging. Firstly, the calibration scan was subtracted
from the breast model. Next, the frequency-domain data
was converted to the time-domain using inverse Fast Fourier
Transform for inverse processing. Tomographic Iterative
GPU-based Reconstruction (TIGRE) Toolbox was used to
reconstruct the image from the scattered fields in the breast
model [54], [55]. TIGRE is an open source toolkit by Engi-
neering Tomography Lab and the European Organization for
Nuclear Research (CERN), and it is available for Matlab and
Python. Data from the scattered field from the breast model
inside the hemispherical cup of radius 60 mm were measured
at specified radial positions (r1, r2, . . ., rN). The reconstruc-
tion algorithm used here assumes there areM scatterers inside
the hemispherical cup located at (rp1, rp1, . . ., rpN ) then the
computation of the scattered field vector is defined by
Es (f ) = A (f ) .b (f ) (5)
where f is the frequency, A is the [N,M] propagator
whose n-th column has the form Gn = [G2(r1, rn; f ),
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G2(r2, rn; f ), . . . ,G2(rN , rn; f ), ]T , G is the Green’s func-
tion, and b is the [M ,1] vector of the in-homogeneities scatter-
ing coefficients. The locations of scatterers is computed using
P(ri)=1/|log(< Gi(f1), u1(f1) >.< Gi(f2), u1(f2) >)| (6)
where Gi is computed at the trial position ri, and
< Gi (f1) , u1 (f1) > . < Gi (f2) , u1 (f2) > represents the
Hermitian scalar product. Detection of tumor is carried out
by collecting the scattered field at fixed locations around the
breast model. This data in the time-domain is then trans-
formed to frequency domain using Fourier analysis before
it can be applied in Eqn. (6).
Initially no tumor was placed in the breast model. Each
antenna was excited individually with a microwave pulse of
short duration and the backscatter response was collected at
the same antenna. This process was repeated for each antenna
in the array. The resulting backscatter waveforms stored are
of the incident signal and skin backscatter. The image of the
breast model with no tumor at two arbitrary spot frequencies
are shown in Fig. 7.
A tumor was then inserted in the breast model and the
process was repeated. A reference waveform was obtained
by averaging the stored waveforms. The skin backscatter and
incident signals remain dominant in this reference waveform
while the tumor backscatter is reduced to negligible level.
The reference waveform was then subtracted from each of
the original backscatter waveforms, resulting in calibrated
backscatter waveforms that essentially contain only the tumor
response. Fig. 8 shows the reconstructed images of the scat-
tered fields from the standard square patch antenna array
and the proposed antenna array at 5.5 GHz and 12 GHz.
The microwave pulses are reflected greatly from the region
of the breast with a higher relative permittivity than the
normal breast and skin tissue, i.e. the relative permittivity
of the tumor is 54, skin is 36, and breast tissue is 10.
Higher reflection in the image is represented by intense
shading that is leaning towards the red region in the color
spectrum.
Compared to 5.5 GHz the shorter wavelength at 12 GHz
gives better resolution. Close examination of the images
from the standard square patch antenna array and the
proposed antenna array reveals that with the proposed
array provides a better-quality image of the tumor and its
location. In fact, the image of the tumor with the pro-
posed antenna array is more distinct and there is reduction
in ghosting.
V. CONCLUSION
In this study we have shown that a metamaterial inspired
antenna, where the resonant elements have sub-wavelength
dimensions, provide superior radiation characteristics than a
conventional square patch antenna of identical dimensions.
In addition, the proposed antenna is shown to exhibit sig-
nificantly improved isolation, which is necessary to mitigate
unwanted mutual coupling between adjacent radiators that
can adversely affect the radiation characteristics of array. This
means that an antenna array implemented with the proposed
antenna avoids the use of decoupling structures which are
normally inserted between radiators. The proposed antenna
was used in an array consisting of several radiation elements
as biosensors in a microwave imaging system to detect malig-
nant tumors in breasts. The antennas in the array were posi-
tioned to surround the biological tissue, i.e. a human breast,
under investigation. Each antenna in the array transmitted
microwave pulses in turn while all other antennas were used
to measure the transmission and reflected signals from abnor-
malities in the breast. This configuration enables the tumor to
be accurately localized. Compared to other antennas reported
in literature used in microwave imaging systems the proposed
antenna has a small form factor, higher radiation gain (aver-
age 11 dBi) and significantly larger impedance bandwidth
(2 GHz to 12 GHz) for S11 ≤ −20 dB making it highly
receptive to weak signals. Although proposed antenna array
is configured in a hemisphere shape however the array can be
adapted to detect tumors in other organs of the human body.
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